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Optical Measurement and Aerosol Filter Loading 













• Develop methodologies to compensate for apparent 
absorption caused by scattering and shadow due to the 
use of a filter matrix support. 
 
– Development of an improved compensation technique for 
the AE’s attenuation coefficient, sANT-comp. 
 
 
– Correlation of the sANT-comp, with MAAP’s absorption 
coefficient measurements, sabs, to evaluate the AE’s Cref 
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Soot (Black Carbon)  courtesy of Dr. Claudio Mazzoleni from MTU 
Different Spot Time Loading 
Experiment Setup 
• All the instruments used in the experiment 
sampled simultaneously from a common chamber 
with continuously refreshed dried ambient air. 
 
– Four High Sensitivity (HS) Aethalometers (AE) 
(370, 470, 520, 590, 660, 880, 950 nm) 
– Four Extended Range (ER) Aethalometers (AE) 
(370, 470, 520, 590, 660, 880, 950 nm) 
– Three Multi Angle Absorption Photometers (MAAP) 
(637 nm) 
Different Spot Time Loading 
Experiment Setup 
• Aethalometer’s were divided in three different groups 
sampling with a time difference of 3 hours but with the 
same flow rate. 
 
– AE-31 – 4 dm3/min 
• HS#160; ER#408 
• HS#679; ER#427 
• HS#268; ER#945 
 
• MAAP’s where used as a secondary reference method 
for absorption coefficient, sabs(637 nm). 
– MAAP-5012 – 10 dm3/min 










• Multi Angle Absorption Photometer (MAAP) 
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Aethalometer’s ( = 660 nm) 
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Aethalometer’s ( = 660 nm) 
Aethalometer’s ( = 660 nm) 
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ER#945 was choose as the reference Aethalometer  a0(ER#945) = 1.00 
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N = 28154 
Standard Error = 1.5 Mm-1 
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k = 1.51±0.15 nm 
 
N = 28154 
Standard Error = 1.5 Mm-1 
Aethalometer’s ( = 660 nm) 
 Aethalometer’s ( = 660 nm) 
 Aethalometer’s ( = 660 nm) 
 Aethalometer’s ( = 660 nm) 
 MAAP’s ( = 637 nm) 
 MAAP’s ( = 637 nm) 
Correlating MAAP with AE 
• MAAP #140 data was selected as the reference 
– Data in Standard Pressure (1013.25 mBar) and Temperature (273.15 
K) 
– MAAP #080 is too noisy 
– MAAP #012 is slightly different from the other two and have less data 
then MAAP #140. 
 
• AE31 ER#945 data is used as the reference 
– data was convert to 637 nm by using the relation, 
     
 
  
     were, a = 1.11±0.15 
 
– scaled to Standard Pressure and Temperature. 
 













AE31(ER#945) vs. MAAP(#140) ( = 637 nm) 
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AE31(ER#945) and MAAP(#140) ( = 637 nm) 
 sabs 























Average 4.41±0.38 (9%) 








































 Aethalometer’s All Experiments ( = 660 nm) 
 Aethalometer’s All Experiments ( = 660 nm) 
 Aethalometer’s All Experiments ( = 660 nm) 
 Aethalometer’s All Experiments ( = 660 nm) 
 Aethalometer’s vs. MAAP#140  All Experiments ( = 637 nm) 
 Time Series All Experiments ( = 637 nm) 
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